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QA Testing

NEW BLOOM LABS lof1l
D8 Gummy
Sample ID: 2510NBL1134.3165 Received: 10/31/2025 Client
Matrix: Ingestible Completed: 11/04/2025 The Green Leaf Relief
Type: Soft Chew Expires: 11/04/2026 Lic. #
Sample Size: External Lot ID: 613 E Main St Maiden, NC 28650
Batch#: Igulla1522@gmail.com
Summary
Test Date Tested Result
Cannabinoids 10/31/2025 Complete
Cannabinoids Complete

3.281 mg/unit

0.1500%

0.215 mg/unit

17.005 mg/unit

Total THC A9-THC Total CBD Total Cannabinoids
Analyte LOD LOQ Mass Mass Mass
mg/unit mg/unit mg/unit mg/g %
(6aR,9R)-d10-THC 0.1022 0.153 ND ND ND
9R-HHC 0.1022 0.153 ND ND ND
(6aR,9S)-d10-THC 0.1022 0.153 0.161 0.07383  0.007383177570093500 |
9S-HHC 0.1022 0.153 ND ND ND
CBC 0.1022 0.153 ND ND ND
CBCa 0.1022 0.153 ND ND ND
CBD 0.1022 0.153 0.215 0.09813  0.009813084112149500 |
CBDa 0.1022 0.153 ND ND ND
CBDV 0.1022 0.153 ND ND ND
CBDVa 0.1022 0.153 ND ND ND
CBG 0.1022 0.153 ND ND ND
CBGa 0.1022 0.153 ND ND ND
CBN 0.1022 0.153 ND ND ND
CBNa 0.1022 0.153 ND ND ND
A8-THC 0.1022 0.153 13.349 6.10374 0.610373831775700 ——
A9-THC 0.1022 0.153 3.281 1.50000 0.1500 [
THCa 0.1022 0.153 ND ND ND
THCp 0.1022 0.153 ND ND ND
THCV 0.1022 0.153 ND ND ND
THCVa 0.1022 0.153 ND ND ND
Total THC 3.280 1.500 0.150
Total CBD 0.215 0.098 0.010
Total 17.005 7.776 0.778

Date Tested: 10/31/2025
Unit Mass: 2.187 g, 1 Unit = 1 Gummy
Testing Method: HPLC, CON-P-3000

Total THC = THCa * 0.877 + A9-THC; Total CBD = CBDa * 0.877 + CBD; LOQ = Limit of Quantitation; LOD = Limit of Detection, ND = Not Detected
Total THC Measurement of Uncertainty: + 0.040%, Total CBD Measurement of Uncertainty: + 2.000%

o g

(b P0lpo

Ashley Phillips

Laboratory Director

11/04/2025

All analyses were conducted at 6121 Heritage Park Dr, Suite A500 Chattanooga, TN 37416. Results published on this certificate relate only to the items tested. Items are tested as received.
New Bloom Labs makes no claims as to the efficacy, safety, or other risks associated with any detected or non-detected level of any compounds reported herein. This Certificate shall not be
reproduced except in full, without the written approval of New Bloom Labs. Filth and Foreign Testing Method - CON-P-11000
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